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Abstract 

Inadequate  monitoring  of  sulfuric  and  chromic  acids  in  chromium  plating  solutions  and 
phosphoric  and  sulfuric  scids  in  electroplolishing  solutions  can  cause  serious  problems  for  the 
chromium  plating  industry,  such  as  pom*  quality  products,  wasted  human  resources,  and 
wasted  electrical  energy.  Current  instrumental  analysis  methods,  both  offline  and  online,  for 
these  acids  either  do  not  result  in  acceptable  precisions  or  are  time  consuming.  Two  similar 
methods,  which  are  improvements  on  existing  ion  chromatographical  methods,  are  presented 
here  that  provides  acceptable  analysis  and  monitoring  of  these  acids  in  this  chromium  plating 
process. 
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Introduction 


Inadequate  monitoring  of  sulfuric  and  chromic  acids  in  chromium  plating  solutions  and 
phosphoric  and  sulfuric  acids  in  electroplolishing  solutions  can  cause  serious  problems  for  the 
chromium  plating  industry,  such  as  poor  quality  products,  wasted  human  resources,  and 
wasted  electrical  energy.  Current  instrumental  analysis  methods,  both  offline  and  online,  for 
these  acids  either  do  not  result  in  acceptable  precisions  or  are  time  consuming  (ref  1-5).  Two 
similar  methods,  which  are  improvements  on  existing  ion  chromatographical  methods,  are 
presented  which  provide  acceptable  analysis  and  monitoring  of  these  acids  in  this  chromium 
plating  process  coupled  with  an  extensive  statistical  evaluation  of  the  experimental  data. 

Approach 

Strict  analytical  chemistry  methods  and  procedures  are  followed  throughout  this 
experimental  section.  An  excellent  source  of  reference  for  these  methods  and  procedures  is  by 
Fritz  and  Schenk  (ref  6). 

The  analytical  system  used  is  the  Dionex  20201  ion  chromatograph  (Dionex 
Corporation,  Suimyvale,  CA).  Dionex  publishes  a  manual  which  is  an  excellent  source  of 
reference  for  operation  and  maintenance  of  this  chromatographic  system  (ref  7). 

The  irutial  conditions  for  the  autosampler  module,  analytical  pump,  conductivity 
detector,  and  advanced  chromatography  modules  are  given  in  Tables  1-4,  respectively. 

Fill  the  system  reservoirs  with  the  appropriate  method  eluent  and  regenerate.  The 
analytical  pump  used  for  the  eluent  must  be  completely  purged  of  air  every  time  the  eluent 
reservoir  is  filled.  Dionex  claims  that  a  proper  functioning  analytical  pump  is  necessary  for 
acceptable  precisions. 

The  conductivity  detector  should  be  periodically  calibrated  to  147  |xS  using  0.00100  M 
potassium  chloride. 

The  initial  programing  conditions  for  the  system  coiiq)uter/controller  module  are  the 
equilibration  program  (P-1),  analysis  program  (P-2),  and  the  halt  program  (P-H)  given  in 
Tables  5-7,  respectively.  The  irutial  scheduling  conditions  for  this  same  module  for  the 
equilibration,  analysis,  and  halt  programs  are  given  in  Table  8. 

The  irutial  programing  and  scheduling  conditions  for  the  system  computer^tegrator  are 
given  in  Table  9. 
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Deternunation  of  chromic  or  sulfuric  acid  in  chromium  plating  snhifinns 


Two  analytical  reagent  grade  standard  solutions  are  required.  The  first  is  a 
2.95  ±  0.01  g/1  sulfuric  acid  solution  that  meets  American  Chemical  Society  (ACS)  and 
American  Society  For  Testing  Materials  (ASTM)  Standards  (ref  8-9).  The  second  is  a 
250  ±  1  g/1  chromic  acid  solution  that  meets  ACS  and  Federal  Standards  (ref  10-11).  E.  M. 
Science  reagent  grade  chromium  tiioxide  is  the  only  material  found  in  our  experience  that  meets 
ACS  standards  allowing  a  maximum  of  0.005%  sulfate.  Two  other  reagent  grade  solutions  are 
also  required:  a  0.38  ±  0.02  g/1  sodium  carbonate  eluent  solution  and  a  1.38  ±  0.04  g/1  sulfuric 
acid  regenerate  solution. 

Preparation  of  a  chromium  plating  solution  standard  for  ion  chromatographic  analysis 
requires  that  one  milliliter  of  each  of  the  analytical  reagent  grade  standard  solutions  (sulfuric 
and  chromic  acids)  prepared  above  are  diluted  to  the  mark  with  deionized  water  in  a  250  ml 
volumetric  flask.  Only  two  chromium  plating  solution  samples  (X  &  Y)  can  be  run  at  a  time 
since  each  of  these  two  sample  solutions  are  split  for  a  total  of  four  solutions  (X-1,  X-2,  Y-1, 
and  Y-2). 

Preparation  of  a  chromium  plating  solution  sample  for  ion  chromatographic  analysis 
requires  that  one  milliliter  of  each  split  solution  is  diluted  to  the  mark  with  deionized  water  in  a 
250  ml  volumetric  flask. 

The  chromium  plating  solution  standard  (S)  and  samples  (2-1, 2-2,  8-1,  and  8-2)  for 
ion  chromatographic  analysis  are  placed  in  the  autosaiiq)ler  cassettes  in  thirty  sealed  5  ml  vials 
according  to  the  order  outlined  in  Table  10.  Using  the  same  order,  these  cassettes  are  placed  in 
the  autosampler  module. 

A  chromatograph  is  produced  for  each  chromium  plating  solution  standard  (S)  and 
samples  (2-1, 2-2,  8-1,  and  8-2)  placed  in  the  autosampler  for  analysis  according  to  the  order 
outlined  in  Table  10.  For  these  standard  and  sample  solutions,  peak  heights  are  given  for  the 
acid  and  since  standard  solution  concentrations  are  known,  sample  solution  concentrations  can 
be  calculated.  Then  precisions  are  calculated  using  an  extensive  statistical  method  for  reliability 
determinations. 

DfiterminatiftP  gf  sulfuric  or  phosphoric  acid  in  electropolishinp  snlntinn^; 

One  analytical  reagent  grade  standard  solution  is  required.  It  contains  685  ±  1  g/1 
phosphoric  acid  and  845  ±  1  g/1  sulfuric  acid.  This  standard  solution  is  prepared  and 
standardized  using  a  previous  method  by  this  author  (ref  12).  Two  other  reagent  grade 
solutions  are  required:  a  0.100  ±  0.005  g/1  sodium  carbonate  eluent  solution  and  a  1.38  ±  0.04 
g/1  sulfuric  acid  regenerate  solution. 
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Preparation  of  a  electiopolishing  solution  standard  for  ion  chromatographic  analysis 
requires  that  0.400  ml  of  the  analytical  reagent  grade  standard  solution  (phosphoric  and  sulfuric 
acid  mixture)  prepared  above  is  diluted  to  the  mark  with  deionized  water  in  a  2000  ml 
volumetric  flask.  Up  to  two  electropolishing  solution  samples  (X  &  Y)  can  be  run  at  a  time 
since  each  of  these  two  san^le  solutions  are  split  for  a  total  of  four  solutions  (X-1,  X-2,  Y-1, 
and  Y-2).  Only  one  sample  solution  is  run  (8P)  here  which  is  split  into  solutions  8P-1,  and 
8P-2. 

Preparation  of  a  electropolishing  solution  sample  for  ion  chromatographic  analysis 
requires  that  0.400  ml  of  the  split  solution  is  diluted  to  the  mark  with  deionized  water  in  a 
2000  ml  volumetric  flask. 

The  electropolishing  solution  standard  (S)  and  samples  (8P-1  and  8P-2)  for  ion 
chromatographic  analysis  are  placed  in  the  autosampler  cassettes  in  18  sealed  5  ml  vials 
according  to  the  order  outlined  in  Table  1 1.  Using  the  same  order,  these  cassettes  are  placed  in 
the  autosampler  module. 

A  chromatograph  is  produced  for  each  electropolishing  solution  standard  (S)  and 
samples  (8P-1  and  8P-2)  placed  in  the  autosampler  for  analysis  according  to  the  order  outlined 
in  Table  1 1.  For  these  standard  and  sample  solutions,  peak  heights  are  given  for  the  acid  and 
since  standard  solution  concentrations  are  known,  sample  solution  concentrations  can  be 
calculated.  Then  precisions  are  calculated  using  an  extensive  statistical  method  for  reliability 
determinations. 

Results  and  Discussion 

A  statistical  analysis  is  necessary  to  determine  the  reliability  of  the  experimental  ion 
chromatographic  sample  data  in  order  to  adequately  monitor  a  given  acid  in  the  chromium 
plating  process.  The  statistical  evaluation  has  two  parts. 

In  the  first  part  of  the  statistical  evaluation,  samples  are  split  and  each  split  solution  is 
analyzed  in  triplicate.  Tables  12  and  13  give  the  experimental  peak  height  data  for  the  acid 
standard  and  split  sample  solutions..  The  mean  X(avg)  and  sample  standard  deviation  S(n-l) 
are  calculated  for  each  of  these  samples  and  its  associated  standard.  The  pooled  sample 
standard  deviation  Sp  is  calculated  from  the  standard  deviation  of  each  sample  and  its 
associated  standard  as  follows: 


Sp  r(si**2^^s2**2)i 


(1) 
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In  addition,  the  ninety-five  percent  confidence  level  €(95%)  is  calculated  fi-om  the  above 
quantities  for  each  sample  and  its  associated  standard: 


C(95%)=(2.266)(Sp 


acid  std.  cone 
std.  X(avg) 


(2) 


The  concentration  data  are  given  for  the  experimental  peak  height  data  in  Tables  14  and 
15.  Again,  the  mean  X(avg)  and  sample  standard  deviation  S(n-l)  are  calculated  for  each  of 
these  samples. 

The  concentration  data  of  the  split  sample  solutions  are  given  in  Table  16  and  17.  As 
above,  the  mean,  sample  standard  deviation,  and  pooled  sample  standard  deviation  are 
calculated.  In  addition,  another  quantity  is  calculated  called  the  T-test  value  (T)  for  each  sample 
solution  from  the  following: 


T=  (1.225) 


(3) 


The  experimental  data  of  the  split  solutions  of  a  sample  solution  are  compared  to  a  2.776  value 
using  the  T-test  to  see  if  they  are  statistically  from  the  same  original  sample  solution  to  a  95% 
confidence  level.  A  sample  solution  passes  this  T-test  if  its  resultant  absolute  value  is  less  than 
the  2.776  value.  This  T-test  addresses  the  reliability  dilemma  mentioned  above  since  it  either 
accepts  or  rejects  a  sample  solution  analysis;  samples  solutions  that  fail  the  T-test  are 
statistically  dissimilar  and  are  re-sampled  and  re-analyzed. 

In  the  second  part  of  the  statistical  evaluation,  the  mean  X(avg)  and  normal  population 
standard  deviation  (Sn)  are  calculated  for  the  six  respective  replicates  of  the  sample  solutions 
that  have  passed  the  T-test  Since  this  was  the  case,  the  concentration  data  for  the  solutions  are 
given  in  Table  18  and  19. 

It  is  useful  to  evaluate  the  variations  in  precision  for  the  materials  and  methods  used. 
Tables  20-23  present  the  data  for  the  one  milliliter  micropipet  the  250  ml  class  A  volumetric 
flasks,  the  250  g/1  chromic  acid  standard  solution  and  the  2.95  g/1  sulfuric  acid  standard 
solution,  respectively.  Variations  in  precision  are  also  evaluated  for  the  ion  chromatographic 
system.  Table  24  and  25  present  the  data  for  24  consecutive  replicates  of  the  2.95  g/1  sulfuric 
acid  and  2.50  g/1  chromic  acid  standard  solutions  which  are  equivalent  to  the  same  number  of 
mns  as  analyzing  the  split  solutions  of  sample  solutions  2  and  8.  Tables  26-29  present  the  data 
for  the  0.400  ml  micropipet,  the  2000  ml  class  A  volumetric  flask,  the  685  g/1  phosphoric  acid 
standard  solution  and  the  845  g/1  sulfuric  acid  standard  solution,  respectively.  Variations  in 
precision  are  also  evaluated  for  the  ion  chromatographic  system.  Table  30  and  31  presents  the 
data  for  6  consecutive  replicates  of  the  685  g/1  phosphoric  acid  and  845  g/1  sulfuric  acid 
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standard  solutions.  It  is  clear  that  the  ion  chromatographic  system  contributes  the  greatest 
amount  of  variation  in  precision  compared  to  all  other  sources  given  for  both  of  the  above 
methods. 

The  data  shows  that  these  improved  methods  are  sufficient  to  monitor  these  acids  in  the 
chromium  plating  process.  The  optimum  operating  range  of  sulfuric  acid  in  chromium  plating 
solutions  is  2.50  -  3.00  g/1  and  the  resulting  precisions  are  in  the  range  of  0.03  -  0.20  g/1.  The 
optimum  operating  range  of  chromic  acid  in  chromium  plating  solutions  is  240  -  260  g/1  and  the 
resulting  precisions  are  in  the  range  of  1  -  9  g/1.  The  optimum  operating  range  of  phosphoric  in 
electropolishing  solutions  is  640  -  730  g/1  and  the  resulting  precisions  are  in  the  range  of  2  -  7 
g/1.  The  optimum  operating  range  of  sulfuric  acid  in  electropolishing  solutions  is  795  -  895  g/1 
and  the  resulting  precisions  are  in  the  range  of  2  -  8  g/1.  These  precisions  provide  adequate 
monitoring  of  these  chromium  plating  process  acids  and  are  supported  by  eight  years  of 
testing. 
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Table  1.  Initial  Conditions  for  the 
Autosampler  Module 


Local/Remote: 

Local 

Run/Hold: 

Hold  Then  Run 

Status: 

Search 

Size: 

5ml 

Type: 

Sample 

Inj: 

1 

Tray: 

In/Empty 

Type: 

Loop 

Mode: 

Prop 

Bleed: 

On 

Inj/Vial: 

1 

Table  2.  Initial  Conditions  for  the 
Analytical  Pump  Module 


Local/Remote: 

Remote 

Start/Stop: 

Stop 

Flow  (ml/min): 

2.3 

Pressure  Limit  Select 
Low  Alarm  (psi): 

100 

Pressure  Limit  Select 
High  Alarm  (psi): 

1000 

Valve  Pressure 
(psi  Argon): 

100 

Table  3.  Initial  Conditions  for  the 

Table  4.  Initial  Conditions  for  the 

Conductivity  Detector  Module 

Advanced  Chromatography  Module 

Local/Remote: 

Remote 

Load/Inject: 

Inject 

Cell: 

On 

Valve  A: 

Ofif 

Auto  Offset: 

Off 

Valve  B: 

Off 

Temp.  Comp.: 

0 

Local/Remote: 

Remote 

Output  Range  (pS): 

30 

Separator  Column: 

HPIC-AG4 

(Dionex) 

Suppressor  Column: 

AMMS 

(Dionex) 

Valve  Pressure 
(psi  Argon): 

100 

Regenerate  Flow: 

5ml/min 

Regenerate  Pressure 
(psi  Argon): 

6 

Table  5.  Computer/Controller  Equilibration  Program  One* 


Time  (min) 

Load/Inject 

Valve  B 

Offset 

Auto-Relays 

End  Run 

0.0 

Inject 

On 

Off 

Off 

Off 

5.0 

Inject 

On 

Off 

Off 

Off 

30.0 

Inject 

On 

Off 

Off 

On 

Table  6.  Computer/Controller  Analysis  Program  Two* 


Time  (min) 

Load/Inject 

Valve  B 

Offset 

Auto-Relays 

End  Run 

0.0 

Load 

On 

Off 

Off 

Off 

0.1 

Load 

On 

Off 

#2 

Off 

0.2 

Load 

On 

Off 

Off 

Off 

2.2 

Load 

On 

On 

Off 

Off 

2.3 

Inject 

On 

On 

#1 

Off 

10.0 

Inject 

On 

On 

Off 

On 

*  Eluent  flow  rate  is  2.3  ml/min.,  eluent  port  #3  is  used,  temp,  select  is  zero,  valve  A  is 
continually  off,  ten^.  comp,  is  1.7,  cond.  setting  full  scale  is  30  |xS,  AC  outlets  are  all 
continually  off. 


Table  7.  Computer/Controller  Halt  Program  Halt 

Time  (min)  Load/Inject  Valve  B  Offset  Auto-Relays  End  Run 

0.0  Injea  Off  Off  Off  On 

Eluent  flow  rate  is  0.0  ml/min.,  no  eluent  port  is  selected,  temp,  select  is  zero,  valve  A  is 
continually  off,  temp.  comp,  is  zero,  cond.  setting  full  scale  is  30  pS,  AC  oudets  are  all  off. 
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Table  8.  Computer/Controller  Analysis  Schedule 


Step 

Program 

Iterations 

1 

1 

1 

2 

2 

30 

3 

Halt 

1 

4-9 

Halt 

0 

Table  9.  Computer/Integrator  Analysis  Program 

Ready 

Date" 

Time" 

AT=:1024 

PH=1 

PT=5000 

n=l.  FE=1.  MN=0. 

Press  "Enter'  To  Skip  Entry 
File  Name=" 

Time  Function  Value 
TT= 

Method  Number  MN=0 
End  of  Dialog 
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Table  10.  Order  of  Sample  Vials  in 

Table  11.  Order  of  Sample  Vials  in 

the  Autosampier  Cassettes  for 

the  Autosampler  Cassettes  for 

Sulfuric  and  Chromic  Acid  in 

Phosphoric  and  Sulfuric  Acid  in 

Chromium  Plating  Solution 

Electropolishing  Solution 

Table  12.  Experimental  Ion  Chromatograph  Peak  Height  Data  for  Sulfuric  and  Chromic  Acid  in  Chromium 

Plating  Sample  Solutions 


^  in 
00  ^  oo 

00  fN  Tt  O 
in  C\  m 

r-  VO  m 


On 


00  a\ 

VO  VO 


r-  O  Os 
m  so  00  in  S 

oo  a\  «N  rn  S 

VO  cn  ON  cn 

VO  VO  00  ^ 

so  VO  VO  VO 
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Raw  peak  height  data  is  in  integrator  units  (IC).  Initially  four  equilibration  standards  are  run  before  standard  one.  TThese  are  standard 
solutions  (S)  and  split  sample  solutions  (2-1,  2-2,  8-1  and  8-2)  after  a  1:250  dilution. 


Table  13.  Experimental  Ion  Chromatograph  Peak  Height  Data  for  Phosphoric  and  Sulfuric  Acid  in 
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peak  height  data  is  in  integrator  units  (lU).  Initially  four  equilibration  standards  are  run  before  standard  one.  These  are 
lard  solutions  (S)  and  split  sample  solutions  (8P-1  and  8P-2)  after  a  1:5000  dilution. 


Table  14.  Concentration  Data  for  Sulfuric  and  Chromic  Acid  in  Chromium  Plating  Sample  Solutions 


Table  15.  Concentration  Data  for  Phosphoric  and  Sulfuric  Acid  in  Electropolishing  Sample  Solutions 
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Conceniration  data  is  in  g/1.  These  are  the  split  sample  solutions  (2-1,  2-2,  8-1  and  8-2)  from  original  sample  solutions  2  and  8. 


Table  17.  Concentration  Data  for  Phosphoric  and  Sulfuric  Acid  in  Electropolishing  Sample  Solutions 


Sample  Solution  8P 

Sulfuric  Acid 

8P-2 

792 

OO 

0.17 

8P-1 

r- 

7.5 

Phosphoric 

Acid 

8P-2 

613 

1.1 

0.13 

8P-1 

612 

6.9 

Split  Solutions 

X(avg) 

S(n-l) 

T-test  value  (T) 
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Chromic  Acid 

Sample 
Solution  8 

254 

254 

255 

249 

252 

263 

254 

Tf 

Sample 
Solution  2 

261 

244 

251 

260 

247 

241 

251 

OO 

Sulfuric  Acid 

Sample 
Solution  8 

2.83 

LL'Z 

2.71 

2.76 

2.82 

LLZ 

LLZ 

0.04 

Sample 
Solution  2 

2.63 

2.78 

2.92 

2.74 

2.78 

2.89 

2.79 

oro 

Replicate 

- 

<N 

cn 

VO 

X(avg) 

Sn 
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Concentration  data  is  in  g/1.  Sample  solutions  2  and  8  are  the  unsplit  and  original  sample  solutions. 


Table  19.  Reported  Concentration  Data  for  Phosphoric  and  Sulfuric  Acid  in 

Electropolishing  Sample  Solutions 


Phosphoric  Acid 

Sulfuric  Acid 

Replicate 

Solution  8P 

Solution  8P 

1 

620 

800 

2 

608 

787 

3 

608 

787 

4 

612 

790 

5 

614 

793 

6 

612 

793 

X(avg) 

612 

792 

Sn 

4.0 

4.5 

Concentration  data  is  in  g/I.  Sample  solution  8P  is  the  unsplit  and  original  sample  solution. 


Table  20.  Precision  of 
Micropipeting  One  Milliliter 


keplicate 

Volume 

(ml) 

1 

1.0133 

2 

1.0105 

3 

1.0140 

4 

1.0066 

5 

1.0106 

6 

1.0065 

X(avg) 

1.0102 

Sn 

0.0029 

Table  21.  Precision  of  250  ml 
Class- A  Volumetric  Flask 


Replicate 

Volume 

(ml) 

1 

249.54 

2 

249.47 

3 

249.47 

4 

249.45 

5 

249.50 

6 

249.51 

X(avg) 

249.49 

Sn 

0.03 

Volumes  are  calculated  from  the  weight-volume  relationship  of  the  contained  deionized  water 
solution  corrected  for  temperature. 
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Table  22.  Precision  of  250  g/1  Chromic  Acid  Standard  Solution 


Replicate 

1 

250.5 

2  . 

250.2 

3 

250.2 

4 

249.8 

5 

250.5 

6 

250.2 

KBS 

250.2 

Sn 

0.2 

Chromic  acid  concentrations  are  calculated  using  Federal  Specification  O-C-303D. 


Table  23.  Precision  of  2.95  g/1  Sulfuric  Acid  Standard  Solution  by  Titration 


Replicate 

1 

2.940 

2 

2.945 

3 

2.940 

4 

2.945 

5 

2.935 

6 

2.945 

WEsm 

2.942 

Sn 

0.004 

Sulfuric  acid  concentrations  are  calculated  using  ASTM  Standard  £233. 
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Table  24.  Precision  of  2.94  g/I 
Sulfuric  Acid  Standard  Solution  by 
Ion  Chromatography 


Replicate 

1 

190949 

2 

188708 

3 

190668 

4 

190147 

5 

190088 

6 

192674 

7 

188182 

8 

187171 

9 

185994 

10 

185739 

11 

188327 

12 

191380 

13 

190464 

14 

185171 

15 

185513 

16 

184750 

17 

189062 

18 

188087 

19 

189516 

20 

185360 

21 

186953 

22 

182093 

23 

187845 

24 

183962 

X(avg) 

187866 

Sn 

2650 

Table  25.  Precision  of  250  g/I 
Chromic  Acid  Standard  Solution  by 
Ion  Chromatography 


mm 

CR03  Peak 
Height  (lU) 

1 

686587 

2 

647711 

3 

659666 

4 

675259 

5 

689793 

6 

699663 

7 

682745 

8 

680179 

9 

686991 

10 

674796 

11 

693042 

12 

703530 

13 

693399 

14 

690266 

15 

684613 

16 

683087 

17 

693316 

18 

698195 

19 

699618 

20 

697099 

21 

677752 

22 

663899 

23 

705008  • 

24 

680866 

X(avg) 

685295 

Sn 

14035 

Pe^  height  is  in  integrator  units  (lU).  Four  ^uilibration  replicates  were  run  before  the  first 
replicate  m  this  Table;  these  twenty-four  repUcates  represent  the  same  number  of  samples  mn 
as  when  sample  solutions  2  and  8  are  split  and  run  above 


16 


Table  26.  Precision  of 
Micropipeting  0.400  Milliliters 


■jkVTjTTMTS 

mBSSm 

1 

0.401 

2 

0.398 

3 

0.399 

4 

0.400 

5 

0.400 

6 

0.403 

mmm 

0.400 

Sn 

0.002 

Table  27.  Precision  of  2000  ml 
Class-A  Volumetric  Flask 


Replicate 

■BSIaH 

1 

2002 

2 

1997 

3 

1997 

4 

2001 

5 

2003 

6 

1998 

X(avg) 

2000 

Sn 

2 

Volumes  arc  calculated  from  the  weight- volume  relationship  of  the  contained  deionized  water 
solution  corrected  for  temperaturc. 


Table  28.  Precision  of  685  g/1 
Phosphoric  Acid  Standard  Solution 


Replicate 

(g/1) 

1 

684 

2 

685 

3 

685 

4 

684 

5 

685 

6 

684 

X(avg) 

685 

Sn 

1 

Phosphoric  acid  concentrations  arc 
calci^ted  by  a  chemical  analysis  method  by 
this  author  (12). 


Table  29.  Precision  of  845  g/1 
Sulfuric  Acid  Standard  Solution  by 
Titration 


Replicate 

H2SO4  Cone. 

(g/1) 

1 

845 

2 

845 

3 

846 

4 

845 

5 

844 

6 

845 

X(avg) 

845 

Sn 

1 

Sulfuric  acid  concentrations  arc  calculated 
by  a  chemical  analysis  method  by  this 
author  (12). 
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Table  30.  Precision  of  685  g/1 
Phosphoric  Acid  Standard  Solution 
by  Ion  Chromatography 


Replicate 


2 

3 

4 

6 


H3PO4  Peak 
Height  (lU) 

562500 


572000 


573300 


573900 


575800 


578700 


X(avg) 

Sn 


572700 

5032 


Tabje  31.  Precision  of  845  g/1 
Sulfuric  Acid  Standard  Solution  by 
Ion  Chromatography 


■nsHmsiH 

1 

813800 

2 

821400 

3 

819500 

4 

815700 

5 

813600 

6 

810400 

X(avg) 

815700 

Sn 

3720 

Peak  height  is  in  integrator  units  (lU).  Four  equilibration  replicates  were  run  before  the  first 
replicate  in  this  Table. 


18 


References 


1)  K.  Langford,  J.  Parker  "Analysis  of  Electroplating  and  Related  Solutions",  Metals  and 
Plastics  Publication,  Inc.,  Hackensack,  NJ  (1986). 

2)  "Chromium  Plating  Solution  Analysis",  Metal  Finishing  Guidebook,  Metal  and  Plastics 
Publication,  Inc.,  Hackensack,  NJ  (1984). 

3)  S.  Sopok,  "The  Analysis  of  Metal  Finishing  Solutions  by  Ion  Chromatography",  Benet 
Laboratories  Technical  Report,  Watervliet  Arsenal,  Watervliet,  NY  (1987). 

4)  S.  Sopok,  "Determination  of  Phosphoric  Acid,  Sulfuric  Acid,  Chromic  Acid,  and  Their 
Matrix  Effects  in  Chromium  Plating  and  Associated  Polishing  Solutions  by  Ion 
Chromatography",  Ben6t  Laboratories  Techiucal  Report,  Watervliet  Arsenal,  Watervliet,  NY 
(1988). 

5)  S.  Sopok,  "Determination  of  Phosphoric,  Sulfuric  and  Chromic  Acid  in  the  Presence  of 
Matrix  Effects  for  Chromium  Plating  and  Associated  Polishing  Solutions  by  Ion 
Chromatography",  Plating  and  Surface  Finishing  Journal  (In  Press). 

6)  J.  Fritz,  G.  Schenk, "  Quantitative  Analytical  Chemistry",  Fifth  Edition,  AUyn  and  Bacon, 
Inc.,  Boston  (1987). 

7)  'Dionex  Ion  Chromatograph  System  Model  20201  Operating  and  Maintenance  Manual", 
Dionex  Corp.,  Sunnyvale,  CA  (1984). 

8)  "Sulfuric  Acid  Specification",  American  Chemical  Society,  Washington,  DC  (1982). 

9)  "Analysis  of  Sulfuric  Acid",  ASTM  Standard  E233,  American  Society  for  Testing 
Materials,  Philadelphia,  PA  (1983). 

10)  "Chromium  Trioxide  Specification",  American  Chemical  Society,  Washington,  DC 
(1982). 

1 1)  "Chromium  Trioxide",  Federal  Specification  O-C-303D,  General  Services  Administration, 
Wash.,  D.C.  (1986). 

12)  S.  Sopok,  Determination  of  Phosphoric  and  Sulfuric  Acids  in  Polishing  Solutions  By 
Acid/Base  Titration  Using  a  pH  Meter,  Ben6t  Laboratories  Technical  Report,  Watervliet 
Arsenal,  Watervliet,  NY  (1989). 


J 


19 


TECHNICAL  REPORT  INTERNAL  DISTRIBUTION  LIST 


NO.  OF 
COPIES 

CHIEF,  DEVELOPMENT  ENGINEERING  DIVISION 

ATTN;  SMCAR-CCB-0  1 

-DA  1 

-DC  1 

-01  1 

-OP  1 

-OR  1 

-OS  (SYSTEMS)  1 

CHIEF.  ENGINEERING  SUPPORT  DIVISION 

ATTN;  SMCAR-CCB-S  1 

-SE  1 

CHIEF,  RESEARCH  DIVISION 

ATTN;  SMCAR-CCB-R  2 

-RA  1 

-RE  1 

-RM  1 

-RP  1 

-RT  1 

TECHNICAL  LIBRARY  5 

ATTN;  SMCAR-CCB-TL 

TECHNICAL  PUBLICATIONS  &  EDITING  SECTION  3 

ATTN;  SMCAR-CCB-TL 

OPERATIONS  DIRECTORATE  1 

ATTN;  SMCWV-ODP-P 

DIRECTOR.  PROCUREMENT  DIRECTORATE  1 

ATTN;  SMCWV-PP 

DIRECTOR,  PRODUCT  ASSURANCE  DIRECTORATE  1 

ATTN;  SMCWV-QA 


NOTE;  PLEASE  NOTIFY  DIRECTOR,  BENET  LABORATORIES,  ATTN;  SMCAR-CCB-TL,  OF 
ANY  ADDRESS  CHANGES. 


